Percutaneous PDA closure with Amplatzer AVP ll and ADO ll AS devices.
AVP ll and ADO ll AS devices are effective and safe for percutaneous PDA closure. Residual shunt and serious complications are uncommon Mild LPA stenosis and device embolization are the most frequent complications reported.